Wrapped instrument load:
- Perforated or wire-mesh bottom trays
- Loading paper-plastic pouches; wire-type baskets to keep the packages in position

Mixed load

Load set on bottom in case of no shelves

All-textile load

Internal indicator

Wrapped packs (placed on edge)

Paper-plastic peel pouches (placed on edge)

Gravity-displacement:
- Loading time: 30 minutes
- Temperature: 180°C (356°F)
- Autoclave time: 15 minutes

Dynamic-air-removal:
- Loading time: 30 minutes
- Temperature: 180°C (356°F)
- Autoclave time: 10 minutes

The process includes:
1. Autoclaving the packs
2. Temperature: 180°C (356°F)
3. Autoclave time: 15 minutes
4. Loading of the packs in the sterilizer
5. Sterilization process
6. Loading time: 30 minutes
7. Temperature: 180°C (356°F)
8. Autoclave time: 10 minutes
9. Acceptance or rejection of the packs

For more information, visit or get in touch at:
info@lifebox.org
hello@spectrust.org
www.lifebox.org
www.spectrust.org