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HELIUM HOSES,

VACUUM
HOSE, AND
ELECTRICAL
CONNECTIONS
EXIT HERE
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10.22
NOTES:
1. SYSTEM CAN BE MOUNTED TO
IMPERIAL (INCH) OR METRIC
OPTICAL TABLES
2. SYSTEM CAN BE MOUNTED
ALIGNED WITH EDGE OF
TABLES OR AT 45°
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[53.1] SAMPLE SPACE
®2.09 INSIDE DIAMETER

[30] WINDOW CLEAR
®1.18 APERTURE (TYPICAL)
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[137.1] BEAM
5.40 HEIGHT
D
PLATFORM [56.4]
HEIGHT 2.22
TOP SECTION VIEW
SIDE SECTION VIEW
NOTE: SAMPLE CHAMBER
DIMENSIONS WILL VARY DEPENDING
4K PLATFORM: 8X M3 ON PURCHASED CONFIGURATION
THREADED HOLES ON 1.00 in
BOLT CIRCLE DIAMETER
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