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Software Release Notes for nordicICE v4.1.1 

 

Revision 1 

Date: August 24, 2017 

Approved by:  Marte Thuen 

 

NOTE: The most current documentation for released products is available on www.nordicneurolab.com/HelpAll/nordicICE/. 

The online documentation may contain updated information on modifications made and issues reported after this document 

was issued.  

Introduction 
These release notes accompany nordicICE version 4.1.0 and revision 4.1.1 of nordicICE. 

New functionality and enhancements 
 
Resting State Module: This version is released for the introduction of the Resting State Module. The 
module is designed for very easy and intuitive analysis of resting state image series, allowing for an 
interactive exploration of correlations by instantaneous updates of correlation previews when a seed 
region is moved or changed in size and shape. It has the standard preprocessing steps, motion 
correction, smoothing and bandpass filtering, and allows for interactive setting of thresholds. 
 
In addition to the introduction of this new module, functionalities in other parts of the program have 
been improved and extended: 

• Image segmentation and masking (pixel edit) has been improved with several new tools like 
morphological operators and more advanced seed growing.   

• DWI analysis has been improved 

• For T1 relaxation analysis, support for Philips data has been improved (Look Locker series 
and Molly series) 

 
Revision update 4.1.1 
Revision 4.1.1 contains everything in 4.1.0, as well one bug fix related to the resting state output 
maps, and one update related Windows 10 Creators Update. Only version 4.1.1, not version 4.1.0, 
will be released to market.  

http://www.nordicneurolab.com/HelpAll/nordicICE/
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Important 
There is a problem related to installation of the database on Windows 10 Creators Update. A fix for 

this problem has been introduced in the 4.1.1 revision of nordicICE. With previous versions of 

nordicICE, the database will not work if Windows 10 Creators Update is installed. Anyone running 

Windows 10 Creators Update should upgrade to nordicICE version 4.1.1 to avoid this problem.  

For users with Windows 10 Creators Update, in the event of needing to uninstall and re-install 

nordicICE 4.1.1, it is important to do a restart of the pc after the uninstall, and before the re-install. If 

this is not done, the database will not work properly.  

If needed, contact CustomerService@NordicNeuroLab.com for assistance.  

Supplementary Notes 
Older versions of nordicICE and nordicBrainEx: Older versions of nordicICE may not coexist with 

version 4.1 on the same computer. The user will be asked to uninstall if an older version exists upon 

installation of version 4.1. If the user chooses to keep the old database during uninstallation, these 

image data must be reimported into the new database. The default location for the old database 

image folder is C:\DBFolder, but this may have been changed by the user. 

nordicICE and nordicBrainEx may coexist on the same computer, but will no longer share database. If 

you want to use the images located in the nordicBrainEx database, please import these from the 

folder where they are located (Unless changed by the user, these are located in C:\DBFolder, the 

same location as for older nICE versions). 

License system: If the user chooses to downgrade from nordicICE version 4.1 to 2.3.14 this implies 

some technical issues related to the license system. Please contact NNL Customer Support. 

If nordicICE is installed on Windows 10, there may occur a problem with the licensing system. If this 

happens, please contact support. 

 

Contact 
For questions or problems, please contact support: 

NordicNeuroLab AS 
Møllendalsveien 65 C 
N-5009 Bergen 
Norway 
Phone: +47 55 70 70 95 
Fax: +47 55 70 70 96 
URL: http://www.nordicneurolab.com 
E-mail: CustomerService@NordicNeuroLab.com 
 

 

mailto:CustomerService@NordicNeuroLab.com


nordicICE v4.1.1 - Release Notes       Page 3 of 3 

Known issues and limitations  
 

#215 BOLD module: A mismatch may occur between the activation maps chosen in the 

interaction panel and the activation maps actually shown.  

#471 If the patient-/study-/series name contains non-standard characters (characters that 

aren't allowed to be used in folder names in windows), the export will fail if you 

attempt to export using the name in question for folder structure.  

Workaround: Export without creating a patient name/study/series folder (depending 

on which name contained the illegal characters). 

#474/391 

 

 

 

The Enhanced MR Dicom format is not supported by nICE in all situations. Some of 

these situations include 1) saving an image stack created from the MPR that was 

originally based on Enhanced MR and 2) loading an image series stored in Enhanced 

MR format where not all the images are in one file. 

#485 A derived images series is saved as RGB images if a palette other than greyscale is 

used.  

#529 Validation and backup functions for database do not work properly in this version. 

#589 If the user changes the location of the image data (DBFolder) and uninstall and installs 
again (either the same version or an upgrade), the information about the location of 
the image data is lost. 
Workaround: After installation, edit the file 
C:\ProgramData\NordicNeuroLab\nordicICE\Config\nDC.ini. 
The file contains a line that begins with DBfolder= 
The content after the “=” should be replaced with the path of the true location of the 
image data. 
 

#668 Temporal resolution in DCE analysis in batch module. If several DCE series are 
analyzed in the batch module, and there are some series with temporal resolution in 
the header and some series without, the default setting for temporal resolution set in 
the batch interface is not necessarily used for all the series that do not have temporal 
resolution. 
 

#798 On some virtual machines starting the 3D-viewer will cause nICE crash. It is verified 
that it does not crash on VMware, and it is shown that it does crash on VirtualBox. 
 

#951 Computations on DTI series from a GE MR machine with Phase Encoding direction 
(0018,1312) equal to ROW is not supported. 

  

 


