SIEMENS .-,
Healthineers "

Test Certificate

concerning the test of influences on MRI systems caused by
non-Siemens products

1. Test certificate, product designation and manufacturer
This is to certify that the following product

NMNL LCD Monitor 40" V 3.1.0
tested with model number LPS-3.1.0 #111001LCD V3.1.0

of the manufacturer:

NordicNeuroLah AS
Meollendalsveien 1
N-5009 Bergen

Norway

does not impair the functioning of the MRI systems of Siemens Healthcare GmbH,
Magnetic Resonance Systems, specified in section 2;

Potential functional restrictions of the MRI systems are indicated in section 4.

Possible adverse effects of the MRI systems on the product indicated above are
expressly not subject of the test on which this certificate is based. Therefore, this
certificate does not imply non-interference of the above-mentioned product through the
MRI system.

2. Betroffene 1.5T MR-Systeme

Lfd. Nr. MR System oder Option

MAGNETOM Aera

MAGNETOM Altea

MAGNETOM Amira

MAGNETOM Avanto

MAGNETOM Avanto a Tim + Dot System
MAGNETOM Avanto Dot Upgrade
MAGNETOM Avanto fit

MAGNETOM Avanto fit Upgrade
MAGNETOM Espree
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MAGNETOM ESSENZA

MAGNETOM ESSENZA a Tim + Dot System
MAGNETOM ESSENZA Dot Upgrade
MAGNETOM Sempra

MAGNETOM Sola

MAGNETOM Symphony

MAGNETOM Symphony a Tim System

Betroffene 3T MR-Systeme

Lfd. Nr.
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MR System oder Option
Biograph mMR

MAGNETOM Lumina
MAGNETOM Prisma
MAGNETOM Prisma fit Upgrade
MAGNETOM Skyra
MAGNETOM Skyra fit Upgrade
MAGNETOM Spectra
MAGNETOM Trio

MAGNETOM Trio a Tim System
MAGNETOM Verio
MAGNETOM Verio Dot Upgrade
MAGNETOM Verio a Tim+Dot System

MAGNETOM Cima.X Expert Statement 11345260 ASD UE2 01
MAGNETOM Cima.X Fit Expert Statement 11345260 ASD UE2 01

MAGNETOM Vida

Betroffene 7T MR-Systeme
Lfd. Nr. MR System oder Option

1
2

MAGNETOM Terra
MAGNETOM Terra.X Expert Statement 11345260 ASD

UE1 01
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3. Applications

The “NNL LCD Monitord0™” is intended for use on MR Systems till a Magnet field
intensity of 7 Tesla:

« MRI Imaging

4. Limitations

During the use of this product the following limitations of functionality and/or
applications of the MRI systems, options and accessories apply:

.+ Na

5. Warnings
+ Na

6. Validity
The test cerificate shall be valid until revoked by Siemens Healthcare GmbH.

Siemens Healthcare GmbH

Siemens Healthcare GmbH
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