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Gently insert
the Accessory
into the Sniffer.

Remove the Smart-
Tip™ probe from
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Tip™ probe.

Push until a click
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Collect particles from the
suspect surface. Vacuum
up to 10 seconds.
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Smart-Tip"™
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probe from the Sniffer.
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== CONTINUE TO KIT INSTRUCTIONS ON OTHER SIDE. =—>
+ Use only IDenta Sniff & Know™ Detection Kits with the Sniffer.

improper identification.

Operating Notes

* The Sniffer can be used for screening suspected people, clothing, hands,
packages, shipping containers, and vehicles.

* The Sniffer is for relatively clean surfaces.

* Make sure to use the proper instructions. Testing procedures may vary for
different types of detection kits. Using the wrong instructions may lead to

* For optimum Sniffer operation time, do not use maximum (MAX) power.

* For maintenance and troubleshooting see the Sniffer Operating Manual.
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Complete Steps 1-7 before proceeding.

With thumb and forefinger,
squeeze chamber 1 until

Gently shake test unit
for 2-3 seconds.

capsule breaks.

With thumb and forefinger,
squeeze chamber 2 until

Do NOT shake or
agitate test unit.

capsule breaks.

Proceed to Results.

The appearance of a blue or blue-purple color on the
adhesive or in the liquid indicates the presence of
Methamphetamine or Ecstasy/ MDMA.

* The color will darken over time.
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If no blue or blue-purple color develops, neither
Ecstasy/ MDMA nor Methamphetamine are present.
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